INSTRUCTIONS FOR USE

The soffzone™ Neutral Zone Syringe Holder is designed to act as a clearly defined neutral zone area for the placement of syringes and other sharps instrumentation during surgery.

1. The Circulating Nurse will open the outer sterilization wrap and present the NEUTRAL ZONE SYRINGE HOLDER to the Scrub Technician.

2. The Scrub Technician will receive the sterile NEUTRAL ZONE SYRINGE HOLDER and place it either on the mayo stand or the back table (depending upon procedure being performed).

NOTES:

The NEUTRAL ZONE SYRINGE HOLDER is not designed for placement directly on the operative field/patient. It should also not be used as a passing device.

The silicone NEUTRAL ZONE SYRINGE HOLDER can be cleaned and re sterilized via autoclave for multiple uses. Refer to Cleaning and Sterilization Guidelines.

Discard NEUTRAL ZONE SYRINGE HOLDER if damaged to such an extent that cleaning and sterilization would be compromised.